Comparison of Volumetric and Bead-Based Counting of CD34 Cells by Single-Platform Flow Cytometry

**Publisher:** Wiley

**DOI:** 10.1002/cyto.b.21773

**Terms of use:**

This article is made available under terms and conditions as specified in the corresponding bibliographic description in the repository

(Article begins on next page)
Original Article

Comparison of Volumetric and Bead-Based Counting of CD34 Cells by Single-Platform Flow Cytometry

Luisa Saraiva,1* Lili Wang,2 Martin Kammel,3 Andreas Kummrow,3 Eleanor Atkinson,4 Ji Youn Lee,5 Burhanettin Yalcinkaya,6 Muslum Akgöz,6 Jana Höckner,7 Andreas Ruf,7 Andrea Engel,8 Yu-Zhong Zhang,9 Orla O’Shea,10 Maria Paola Sassi,11 Carla Divieto,11 Tamara Lekishvili,12 Jonathan Campbell,12 Yingying Liu,13 Jing Wang,13 Richard Stebbings,1 Adolfs K. Gaigalas,2 Peter Rigsby,4 Jörg Neukammer,3 and Sandrine Vessillier1

1Biotherapeutics group, National Institute for Biological Standards and Control (NIBSC), Blanche Lane, South Mimms, Potters Bar, Hertfordshire, EN6 3QG, UK
2Biosystems and Biomaterials Division, National Institute of Standards and Technology (NIST), Gaithersburg, Maryland, 20899, United States of America
3Division of Medical Physics and Metrological Information Technology, Physikalisch-Technische Bundesanstalt (PTB), Berlin, 10587, Germany
4Biostatistics, National Institute for Biological Standards and Control (NIBSC), Blanche Lane, South Mimms, Potters Bar, Hertfordshire, EN6 3QG, UK
5Center of Length, Korea Research Institute of Standards and Science (KRISS), Daejeon, Korea
6TUBITAK UME (National Metrology Institute of Turkey), Gebze, Turkey
7Department of Transfusion Medicine, Staedtisches Klinikum Karlsruhe, Academic Hospital of the University of Freiburg, Freiburg, Germany
8Becton Dickinson, BD Life Sciences, Tullastrasse 8-12, 69126, Heidelberg, Germany
9Protein and Cell Analysis, Thermo Fisher Scientific, Waltham, Massachusetts, USA
10UK Stem Cell Bank, UK
11Istituto Nazionale di Ricerca Metrologica (INRIM), Torino TO, Italy
12Health Science & Innovation. LGC Ltd. Queens Road, Teddington, Middlesex, TN11 0LY, UK
13National Institute of Metrology (NIM), Beijing Shi, China

Background: Over 2,000 people a year in the United Kingdom need a bone marrow or blood stem cell transplant. It is important to accurately quantify the hematopoietic stem cells to predict whether the transplant will be successful in replenishing the immune system. However, they are present at low frequency, which complicates accurate quantification. The current gold standard method is single-platform flow cytometry using internal reference counting beads to determine the concentration of CD34 cells. However, volumetric flow cytometers have the ability to measure the acquisition volume, which removes the need for reference beads for calculation of cell concentrations.

Method: In this study, we compared both methods for calculating CD34 cell concentrations in volumetric cytometers, using either the volume reading or the number of reference beads for calculation. In addition, the uncertainty of measurement for each method was estimated.

Results: The results show that both methods have similar uncertainties of measurement. Regression analysis showed low to no statistical difference in CD34 cell concentrations obtained with each method.

Conclusions: Overall, this study suggests that the volumetric method is a valid approach but that the adoption of this technology may be hindered without some form of external calibration of volume readings to increase confidence in the measurement. © 2019 The Authors. Cytometry Part B: Clinical Cytometry published by Wiley Periodicals, Inc. on behalf of International Clinical Cytometry Society.

Additional supporting information may be found online in the Supporting Information section at the end of the article.

*Correspondence to: Dr Luisa Saraiva, Biotherapeutics group, National Institute for Biological Standards and Control (NIBSC), Blanche Lane, South Mimms, Potters Bar, Hertfordshire EN6 3QG, UK. Email: luisa.saraiva@nibsc.org

Received 7 September 2018; Revised 25 January 2019; Accepted 30 January 2019

© 2019 The Authors. Cytometry Part B: Clinical Cytometry published by Wiley Periodicals, Inc. on behalf of International Clinical Cytometry Society.
Key terms: flow cytometry; immunotherapy; rare event detection; single platform; standardization; stem cells; transplantation


INTRODUCTION

Hematopoietic stem cell cells are used clinically to reconstitute the hematopoietic system after radiation or chemotherapy and express the cell-surface antigen CD34. The number of viable CD34+ cells in transplants is routinely quantified by flow cytometry.

Standardization efforts for the quantification of CD34 cells over time converged on a set of guidelines commonly referred to as the CD34 ISHAGE method (1) which is still the method of choice today. In addition, the current "gold standard" for quantifying CD34 concentrations in hematopoietic stem cell products is single-platform CD34 enumeration using internal reference counting beads (2). However, some flow cytometers are equipped with the ability to provide the absolute volume of cell suspension analyzed (3). In principle, the known volume would be sufficient to calculate a CD34 concentration, without the need for internal reference counting beads. In this study, we compared the concentrations obtained with both methods using the same instruments, at various laboratories worldwide, using a CD34 reference material as a comparator sample.

MATERIALS AND METHODS

This technology comparison was part of a metrological study organized through the Bureau International des Poids et Mesures, an intergovernmental organization where Member States cooperate on matters related to measurement science. Twelve participants from seven different countries took part in the study looking at measurement uncertainty in CD34 cell enumeration by flow cytometry.

Each participant was sent six vials of CD34 reference material (CD34+ Cell Enumeration System Suitability RS, Catalog # 1084292, United States Pharmacopeia, MD) and six Trucount™ tubes from the same lot (Lot: 14304, BD Biosciences, Germany). Participants reconstituted three vials of reference material in 0.5 mL of distilled water (CD34 High concentration) and three vials in 1.5 mL of distilled water (CD34 Low concentration). The reference material was thoroughly mixed by inversion, and 100 μL was sampled and transferred to Trucount™ tubes by reverse-pipetting using a calibrated pipette. Each participant was asked to record the weight of the sample at each stage of sample processing in a calibrated balance to measure pipetting variability. Participants recorded the weight of the reconstitution volume added to reference material vials, the sample volume added to the Trucount™ tubes, and the weights of antibody reagents and dilution buffer added to each Trucount™ tube.

The cells were stained by adding CD45-FITC and CD34-PE antibodies to each Trucount™ tube. Participants were given free choice of which antibodies to use, provided they met the criteria of being a FITC-conjugated antibody that recognizes all isoforms of CD45 and a PE-conjugated antibody clone II or clone III, as these stain all glycosylation forms of the CD34 antigen. Various antibodies were used in the study: CD45-FITC/CD34-PE clones 2D1/8G12 (Catalog # 341071, BD Biosciences, Germany), Stem Cell Enumeration kit (Catalog # 344563, BD Biosciences, Germany), CD34-PE clone 581 (Catalog # 555822, BD Biosciences, Germany), CD34-PE clone AC136 (Catalog # 130-113-179, Miltenyi Biotec, Germany), CD45-FITC clone H130 (Catalog # 555482, BD Biosciences, Germany; Catalog # 304006, Biologend, San Diego, CA; and also Catalog # MHCD4501-4, eBioscience, San Diego, CA), CD45-FITC clone REA747 (Catalog # 130-110-631, Miltenyi Biotec, Germany).

After antibody staining, the sample was diluted in 2 mL of PBS 0.5–1% (w/v) bovine or human serum albumin and analyzed in volumetric cytometers. This “lyse no wash” method has been shown to be more accurate for CD34 cell enumeration than washing and resuspending the sample (1), except here PBS is used instead of red blood cell lysis buffer as the CD34 reference material contains no red blood cells. The volumetric flow cytometers used were: two BD FACSVersetm (BD Biosciences, Germany), one CyFlow Cube 8 (Sysmex Partec, Germany), two CyFlow ML (Sysmex Partec, Germany), one optical reference flow cytometer (Physikalisch-Technische Bundesanstalt, Germany), two Attune (Thermo Fisher Scientific, Waltham, MA), and one BD Accurativem (BD Biosciences, Germany).

Each flow cytometer was set up using the instrument manufacturer’s microspheres. Participants then set up a compensation matrix with single stained controls. The default threshold on Forward Scatter (FSC) excludes small objects such as counting beads and so was
and the variability in sample preparation volumes recorded gravimetrically at each stage of sample processing.

The components taken into account in the estimate were the variability within a batch of Trucount beads—CD34 Low, volumetric 6.2—CD34 Low, Trucount 6.2—CD34 High, Trucount 19.2—CD34 High, volumetric 6.2—CD34 Low, volumetric 6.2—CD34 High, Trucount 19.2.

Equations can be found in Supporting Information.

RESULTS

The mean value and uncertainty of measurement estimated with the Trucount method was 26.2 ± 0.9 CD34 cells per microliter and 8.6 ± 0.4 CD34 cells per microliter for the high and low concentration samples, respectively. For the volumetric method, they were 26.0 ± 1.5 for the high concentration sample and 8.1 ± 0.5 for the low concentration sample (Table 1).

Three outliers were found in the matched Trucount/volumetric cell concentrations when analyzing the lower concentration samples (displayed in gray, Fig. 1). However, two of the three outliers came from the same participant and instrument. The data files were reviewed and show significant fluorescence intensity drop during the acquisition of one of the outliers (Supporting Information, Fig. 2) which could have been caused by laser drift and likely meant disproportional loss of beads and cells from the beads and hematopoietic stem cell gates and therefore inaccurate cell concentrations. After exclusion of the three outliers, there was a good correlation with a Pearson’s coefficient of \( r = 0.98 \).

The data were next analyzed using regression analysis to compare both methods. The solid line in Figure 1 represents the hypothetical scenario of perfect agreement between the matched values. A Deming regression was performed which takes into account error in both variables, as calculated in the uncertainty of measurement (dashed line in Fig. 1). The slope of the Deming regression line (dashed line in Fig. 1) is 0.972 with a confidence interval of 0.934–1.02. The fact that the slope of the line includes 1, which corresponds to perfect agreement, means no statistical difference was found between the two methods by regression analysis. The Deming regression line intercepts the y-axis at −0.58 CD34 cells per microliter with a confidence interval of −1.17 to −0.008. This suggests a worst-case scenario of lower volumetric counts by less than two cells per microliter, which is not likely clinically significant.

The matched Trucount and volumetric values for each instrument in the study were compared with a paired t test. Volumetric results were significantly lower (\( P < 0.05 \)) for four of the nine instruments used in the study but not statistically different for the other five instruments. However, due to the low number of laboratories using the same instrument (\( n = 1 \) or 2 per instrument), it is not possible to extrapolate instrument-specific performance from these data.

### Table 1

<table>
<thead>
<tr>
<th>Data set</th>
<th>Participant range (CD34 cells/μL)</th>
<th>Weighed mean value (CD34 cells/μL)</th>
<th>Uncertainty of mean value (CD34 cells/μL)</th>
</tr>
</thead>
<tbody>
<tr>
<td>CD34 High, Trucount</td>
<td>19.2–34.5</td>
<td>26.2</td>
<td>0.9</td>
</tr>
<tr>
<td>CD34 Low, Trucount</td>
<td>6.2–10.8</td>
<td>8.6</td>
<td>0.4</td>
</tr>
<tr>
<td>CD34 High, volumetric</td>
<td>16.9–34.5</td>
<td>26.0</td>
<td>1.5</td>
</tr>
<tr>
<td>CD34 Low, volumetric</td>
<td>6.2–10.6</td>
<td>8.1</td>
<td>0.5</td>
</tr>
</tbody>
</table>

The table depicts the uncertainty of measurement estimate for CD34 cell concentrations obtained using either the Trucount method or the volumetric method. The components taken into account in the estimate were the variability within a batch of Trucount beads and the variability in sample preparation volumes recorded gravimetrically at each stage of sample processing.

**Statistical analysis**

The data were tested for outliers using the Grubb’s test (4) in GraphPad Prism (v5 for Windows, GraphPad Software, La Jolla, CA, www.graphpad.com). The CD34 cell concentrations obtained using both methods were compared: a Pearson’s correlation coefficient was calculated, and regression analysis was performed with R (5) using RStudio (v3.4). A Deming regression analysis was chosen because it considers the uncertainties of measurement (6). The matched data sets for each individual laboratory/instrument were then compared with a paired t test (GraphPad Prism 5).

The study aimed to estimate measurement uncertainty. Measurement uncertainty is a parameter associated with the result of a measurement that characterizes the dispersion of the values that could reasonably be attributed to the measurand. Participants used calibrated pipettes and recorded the weight of the sample at different stages of sample processing on a calibrated balance, pipettes and recorded the weight of the sample at different stages of sample processing on a calibrated balance, which was incorporated in the uncertainty of measurement calculations (Equations 7 and 9 in Supporting Information).

Central data analysis was then performed at NIBSC (Statistical analysis and performance from these data).
DISCUSSION

The study set out to compare volumetric and bead-based counting of CD34 cells. It showed a good correlation between the two methods with a Pearson's correlation similar to other references in the field which report $r$ values between 0.93 (7) and 0.99 (8,9). In the laboratory, the validity of volumetric approaches has been demonstrated for other instruments in the past such as hematology analyzers. However, bead-based flow cytometry still seems more popular than volumetric flow cytometry for CD34 cell enumeration, despite its higher cost. We discuss sources of uncertainty shared and specific to each of the two methods, Trucount and volumetric, and suggest ways to minimize them.

Taking our study as an example, we found three outliers in the data, in the lower cell concentration samples. In comparison to the pooled data in Figure 1, the outliers in gray seem to have an unexpectedly low volumetric reading and/or an unexpectedly high Trucount reading. One possibility would be an inaccurately high volume reading from the cytometer. Poor reproducibility for concentrations lower than nine CD34 cells per microliter in volumetric cytometry has been reported elsewhere (10) and one publication also reports consistently higher than accurate volume readings in a volumetric cytometer (11). However, there are other possibilities that can first be ruled out. Bergeron et al. described how inspecting the listmode files on time plots can identify laser drift during sample acquisition, which is not apparent when analyzing the data in the standardized gating strategy (12). Reviewing the participant's listmode files in time plots shows significant fluorescence intensity drop, probably caused by laser instability, during acquisition of one of the outliers (Supporting Information, Fig. 2), which likely caused disproportionate loss of cells and beads from their respective gates, and inaccurate cell concentrations. However, there was no evidence of laser instability during acquisition of the other two outliers.

The bead-based method relies on an accurate bead count. There are various possible causes of inaccurate bead quantification. One possibility is poor mixing prior to acquisition or changes in the local concentration of beads during the longer acquisition time required for the lower concentration samples (about 15 min). Again, a way to investigate the possibility of nonhomogenous mixing of cells and beads is to inspect the ungated data in time plots. As Trucount™ beads have higher fluorescence than cells in all the channels, two separate streams can be seen when plotting the data in a time versus fluorescent channel plot (Supporting Information, Fig. 2).

Fig. 1. Comparison of volumetric and bead-based counting of CD34 cells by single-platform flow cytometry. CD34 cells were enumerated using BD Trucount™ tubes in volumetric cytometers. A CD34 reference material was assessed at two concentrations: CD34 High shown in circles and CD34 Low shown in triangles. The cell concentrations obtained with the number of bead events are shown in the x-axis and with the recorded acquisition volume in the y-axis. Outliers are shown in gray. The solid line indicates agreement and the dashed line indicates fitted Deming regression which accounts for error in both variables. The slope is 0.972 with a confidence interval of 0.934–1.02. The intercept is −0.58 with a confidence interval of −1.17 to −0.008.
The proportion of bead and cell events detected over time should remain stable during sample acquisition if homogeneous mixing is maintained. No nonhomogenous mixing was evident in the analysis of the remaining two outliers in time plots. Another cause of occasional bead loss can be adherence to the sample tube but this is preventable by the inclusion of protein in the buffer (13). For this reason, we included 0.5–1% albumin in the dilution buffer. In addition, a common new operator mistake that will result in partial loss of beads is to acquire the samples using the default threshold in the cytometer. The default threshold is set to exclude debris but also excludes some beads due to their small size. For this reason, participants were instructed to set the threshold to FITC so as to include all white blood cells (which are stained with a pan-CD45 FITC antibody) and beads (which are fluorescent in all channels including FITC). There could also be a contribution from tube-to-tube variation in TruCount™ beads. In our study, the number of beads per tube was lower than that reported by the manufacturer, and there was a small tube-to-tube variation. However, the results did not change significantly after recalculating with the lower number of beads per tube we found in our assessment which implies that other sources of uncertainty have a more significant impact. In conclusion, the ability to obtain an accurate CD34 concentration with the established bead-based method relies on an accurate bead count. To minimize uncertainty, users should ensure homogenous mixing, include serum proteins in the buffer, and ensure that beads are not excluded by the default threshold during acquisition.

In summary, both methods have their limitations. Shared factors that contribute to uncertainty of measurement include cellular reference material reconstitution, sample processing, data analysis, and flow cytometry platforms. The cell reconstitution can vary due to slight differences in pipetting and vial-to-vial variation within a batch. Sampling by reverse pipetting with adequately calibrated pipettes will minimize pipetting error. The choice of antibodies is particularly important in CD34 enumeration. CD34 antibodies should be of class II and class III to ensure detection of all glycosylation variants of the molecule, and a pan-CD45 antibody clone should be used. CD34 should additionally be conjugated to a bright fluorochrome, typically phycoerythrin (PE) (1,14). A whole blood lysis technique should be employed to prevent loss of cells during additional processing. Differences relating to data analysis can result from population gating, number of events collected, and inappropriate compensation. Users should collect a minimum number of 75,000 total white blood cells and 100 CD34 events which has been shown to ensure statistical significance of the rare CD34 population (1). Although these shared sources of uncertainty cannot be avoided, they can be minimized through the various measures described above.

The uncertainty of measurement obtained in the metabolological study was similar for both methods and we feel both proved equally valid as tools to assess absolute CD34 cell concentrations. Discrepancies from the expected value should be investigated through examination of the data in time plots to rule out laser instability and then followed by repeat testing. If they remain, then sources of uncertainty particular to each method can be evaluated. With the reference bead method, acquisition time and loss of beads to the tube can be the issues. With the volumetric method, the accuracy of the volume readings should be investigated. Volume is a unit traceable to a higher order standard (mass) using the gravimetric method and therefore it seems plausible that the uncertainty of volume measurement could be calculated in different cytometer platforms in a similar way to pipette calibrations. Such a method would be traceable to the International System of Units (SI) and would potentially allow for better agreement of absolute measurements of cell concentrations in different volumetric flow cytometers and different laboratories.

ACKNOWLEDGMENT

The authors are thankful to Dr. Jayne Morrow as committee chair for driving this project to completion and to Dr. Sandra Diebold for critical review of the manuscript.

LITERATURE CITED

